Covered Endovascular Reconstruction of Aortic Bifurcation (CERAB) is a new technique to treat extensive aortoiliac occlusive disease with covered expandable stent grafts to rebuild the aortoiliac bifurcation. Post stenting Doppler ultrasound (DUS) measurement of maximum peak systolic velocity (PSVmax) in the stented segment is widely used to determine patency and for follow up surveillance due to the portability, affordability and ease of use. Anecdotally, changes in haemodynamics created by CERAB can lead to falsely high PSVmax requiring CT angiography (CTA) for further assessment. Therefore, the importance of DUS would be enhanced with a proposed PSVmax prediction tool to ascertain whether PSVmax falls within the acceptable range of prediction. We have developed a prediction tool based on idealized models of aortoiliac bifurcations with various infra-renal PSV (PSVin), iliac to aortic area ratios (R) and aortoiliac bifurcation angles (α). Taguchi method with orthogonal arrays (OA) was utilized to minimize the number of Computational Fluid Dynamics (CFD) simulations performed under physiologically realistic conditions. Analysis of Variance (ANOVA) and Multiple Linear Regression (MLR) analyses were performed to assess Goodness of fit and to predict PSVmax. PSVin and R were found to contribute 94.06% and 3.36% respectively to PSVmax. The Goodness of fit based on adjusted R 2 improved from 99.1% to 99.9% based on linear and exponential functions. The PSVmax predictor based on the exponential model was evaluated with sixteen patient specific cases with a mean prediction error of 9.9% and standard deviation of 6.4%. Eleven out of sixteen cases (69%) in our current retrospective studies would have avoided CTA if the proposed predictor was used to screen out DUS measured PSVmax with prediction error greater than 15%. The predictor therefore has the potential to be used as a clinical tool to detect PSVmax more accurately post aortoiliac stenting and might reduce diagnostic errors and avoid unnecessary expense and risk from CTA follow-up imaging.
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Introduction
Cardiovascular disease (CVD) is a leading cause of death globally . . In Australia, it accounted for 34% of all deaths in 2008 [1] . Peripheral arterial disease (PAD) is part of a broad spectrum of atherosclerotic cardiovascular diseases that affect the coronary, cerebrovascular, visceral, aortoiliac, and infrainguinal vascular bed. PAD affects 8 to 10 million people to analyze the sensitivity of a middle ear finite-element model from nine parameters whereas L8 (2 4 ) was used by Trabelsi et al [13] to study the influence of four control factors and their interactions on Vero cell growth in vaccine production and L12 (2 11 ) was applied on a Skin Burn Injury Prediction model from 11 control factors by Autrique and Lormel [14] . In our studies, L8 (2 7 ) was used to analyze the effects of three control factors namely, infra-renal inlet velocity PSV (PSVin), iliac to aortic area ratios (R) and aortoiliac bifurcation angles(α); and their two-way interactions on PSVmax in a human aortoiliac bifurcation. Appendix A provides a detailed description of DOE planning, OA selection, and design of the simulation studies.
Computational Fluid Dynamics (CFD)
Computer Aided Design (CAD) software SolidWorks (Dassault Systems, Velizy, France) and Ansys SpaceClaim (ANSYS, Canonberg, PA, USA) were used to create idealized 3D CAD models to mimic the lumen at the aortic bifurcation treated with CERAB using Atrium V12 stents manufactured by Atrium Medical Corporation (Hudson, New Hamsphire, USA). The 3D CAD models were built based on realistic models of still and X-ray images from Groot Jebbink et al [15] and the overall geometrical dimensions were derived from Grimme [4] . Surface meshes were created from 3D CAD models using ANSYS 17.0 Fluent meshing tool and subsequently discretized into polyhedral elements.
The governing equations of the fluid domain were computationally solved using ANSYS Fluent 17.0, a finite volume method CFD solver. Cardiac blood flow was simulated based on the following realistic physiological conditions:
-Blood density of 1060 kg/ 3 -Blood Flow was considered to be laminar, incompressible and isotropic.
-Blood was assumed to be a Non-Newtonian Fluid, its viscosity was estimated using the Carreau Model [16] where λ = 3.313 s, n = 0.3568, μ0 = 0.056 pa-s, μ∞= 0.0035 pa-s -Non-slip conditions were applied at the artery walls -Triphasic pulsatile waveform was applied at the inlet which was obtained from Fraser et al [17] based on 21 subjects via User Define Function(UDF) in ANSYS Fluent.
-An entrance length equal to nine times the inlet diameter of 20mm (9 x 20 mm =180 mm) was introduced to obtain a realistic velocity profile in the infra-renal aortic region [18] .
-The exit length was set at 200 mm which is more than 16 times outlet diameter (D) [19] so that the flow can return to a nearly fully developed state and that the outlet boundary does not affect the upstream flow.
-A constant gauge pressure of 100 mmHg (13332 Pa) was applied at the outlets [17] .
CFD simulations were conducted on volume mesh generated from idealized geometry according to the parameter setting as outline in Appendix A, Appendix B outlines the details of inlet boundary condition, determination of entrance length, grid independence and periodicity convergence tests.
Acquisition of Patient Specific Data
All patient data were de-identified in compliance with
Human Research Ethics requirements. Retrospective patient spectral Doppler data for infra-renal aortic PSVin and intrastent PSVmax from common iliac arteries were obtained using Philips CX50 Ultrasound Machine (Philips Healthcare, Amsterdam, Netherlands) with a 5-1 MHz curved probe operating in pulsed wave mode. Fig. 1 shows a typical measurement of Common Iliac Artery (CIA) velocity. 
Results

CFD Simulation Results
CFD simulations from eight combinations of PSVin, α, R and their interactions as defined in Appendix A, TABLE A.3 were performed using Fluent CFD solver. Fig. 3 shows the results of PSVmax taken at the peak of the third cardiac cycle at time-step 2.0 second as described in Appendix B.
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Fig. 3. CFD Simulation Results
Signal to Noise Ratio Main Effects
In Taguchi method, Signal to Noise (S/N) ratio, a measure of robustness, is used to identify control factors that reduce variability in a product or process by minimizing the effects of uncontrollable factors (noise factors). In our study, PSVmax is considered as larger the better attribute and S/N of PSVmax = -10*log (1/PSVmax*PSVmax). The averages or means of the S/N ratio of PSVmax for each level of control factor are shown in Table 1 . Delta is defined as the difference in responses at level 1 and 2; larger Delta implying greater effect of control factor on PSVmax. PSVin with a Delta of 10.465 ranks the highest followed by R with 1.836 and α.with 0.593. 
Interaction Effects
Figs. 4 to 6 show the effects of 2-way interaction between the three control factors. The parallel plot indicates that there is little or no interaction, whereas the size of the angle where the two lines intercept each other indicates the strength of interaction between the two control factors. In our case, there are no interaction effects for 2-way interactions between α and PSVin; and between PSVin and R whereas there is a weak interaction effect between R and α. Table 2 shows the results of ANOVA for S/N ratio of PSVmax. Independent variables PSVin and R were found to be significant with p-values of <0.001 and 0.046 respectively.
Analysis of Variance
Whereas the p-values of independent variable α, 2-way and 3-way interactions were found to be greater than 0.05 therefore were deemed to be insignificant. The contributions were in the following order: PSVin (94.06%), R (3.36%) and the 3-way interactions among PSVin, R and α (1.57%). 
Predictive Models
Mathematical models are useful tools to determine the relationship between a dependent variable and multiple independent variables and can therefore serve as predictive models. MLR analysis using SPSS was first applied to linear 
Adjusted R 2 for the exponential function MLR model was found to be 0.999 which was a 0.8% improvement from using linear function.
Measurement Results of Patient Data
Sixteen sets of DUS and CTA images were provided by collaborating surgeons in Western Australia for retrospective evaluation. All CTA images were acquired with 0.625mm slice thickness allowing generation of volumetric data with superior resolution. Diameter and angle measurements as described in section 2.4 were performed on these CTA images. Table 3 shows patient data with R on column 5, bifurcation angle α on column 6 and PSVin on column 7. 
Prediction Results from the Predictive Model
Using equation (1) Fig. 7 depicts the relationship between DUS measured and Predicted PSVmax using exponential function mathematical model as the predictor. If the predicted PSVmax is of the same value as the DUS measured PSVmax, then the plotted point will lie on the unity line. Otherwise, the point will either lie above the unity line when the predicted value is higher than DUS measured value, or the plotted point will lie below the unity line if the predicted value is lower than the DUS measured value. The +/-15% Prediction Error lines serve as the boundary lines for a prediction error <15%. Blue coloured points are within the 15% prediction error zone whereas red coloured points are outside the 15% prediction error zone therefore CTA is recommended for further investigation for restenosis. respectively. This implies that PSVin was twenty eight times more significant than R. There seems to be an over-estimation of the contribution from PSVin on PSVmax using ANOVA as compared with Taguchi method. Although CERAB will generally use iliac stents which are the same diameter, asymmetry in iliac diameter may result depending how well they expand in the presence of asymmetric iliac disease. This explains the actual iliac measurement results as shown in Table 3 showing slight asymmetry. Even though we assumed iliac symmetry in the CFD simulations, the predicted PSVmax matches well with clinical DUS measurements with a mean prediction error of 9.9% and a standard deviation of 6.4%.
From the plot in Fig. 7 , five out of sixteen (31%) predicted PSVmax were located outside the 15% prediction error zone. It is proposed that for future prospective studies, patients with predicted PSVmax outside this zone are recommended for CTA scan to investigate possible restenosis. This criterion might be used in conjunction with the restenosis definition of a lesion causing a PSV ratio ≥ 2.5 used by Grimme et al [4] and Diehm et al [20] . If this proposed criterion was adapted, 69% or eleven out of sixteen patients from these retrospective studies could have avoided CTA.
Incidentally, the five predicted PSVmax values outside the 15% prediction error zone were all lower than the DUS measured values as these data points were below the unity line indicating a possible bias in the predictor based on limited data. A larger population will be required to investigate whether the bias is systematic or random. Shakeri et al [21] found that α was an independent and significant predictor of aortoiliac atherosclerosis (model r 2 = 0.662, p = 0.027), but both Taguchi method and ANOVA in our current study revealed that α does not significantly affect PSVmax. Even though α does not greatly influence PSVmax in our current studies however, it was reported that low wall shear stress contributes to atherosclerosis [22] .
In this retrospective study, infra-renal aortic, and left and right CIA diameters were determined from CTA images because these measurements were not available from DUS images. For future prospective studies, a protocol will be established to specify aortic and CIA diameter measurements to be taken in addition to PSVin and PSVmax measurements during routine post-procedure DUS follow-up examinations.
It could be argued that a further limitation of our study was to assume rigid walls in the CFD simulations. Although the in vivo situation is more complex than the in vitro one, the changes in vessel compliance from increasing disease severity, calcification and placement of balloon expandable stents are to make the vessel more rigid.
It might be interesting to investigate the impact of creating an interface between the end of the rigid stented iliac artery and a more complaint iliac artery beyond it on PSVmax using Fluid Structure Interaction (FSI) CFD simulations. Since aortoiliac reconstruction procedures are relatively new and only some patients have high PSVmax post procedure, there is a need to collect more patient data for evaluation. Idealized bifurcation models were used in the current CFD simulations studies, further investigations using patient specific bifurcations in CFD simulations are planned to confirm the validity of the predictor. In addition, experimental validation with patient specific flow phantoms will be necessary to validate the accuracy and usefulness of the predictor.
Conclusion
The PSVmax was significantly influenced by PSVin and R. On the other hand, α, two-way and three-way interactions among the three control factors were found to be insignificant. The 
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Planning
The region of interest in our study is the shaded section of aortoiliac bifurcation as outlined in Fig. A.1 . Based on literature review, Smedby [23] and Shakeri et al [21] found that iliac to aortic area ratio = ( 2 2 + 3 2 )/ 1 2 and bifurcation angle (α) are potential risk factors for the formation of atherosclerotic plaque in the aortoiliac bifurcation. In addition, Fraser et al [17] have characterized the abdominal aortic velocity or infra-renal Peak Systolic Velocity (PSVin) for in vitro and in silico investigations. CFD solver was used to solve the fluid flow problem governed by Navier -Stokes equations and to determine
PSVmax for each combination of PSVin, R and α. Since there was no prior knowledge of the potential interaction effects between these three control factors on PSVmax, their two-way interactions were included in our investigations. To reduce the number of simulations, two levels for each of the control factors were used.
Design
The outputs from the planning were used as inputs to the design namely,
• Number of control factors to be investigated
• Number of levels for each control factor
• Specific 2-way and 3-way interactions to be [14, 17, 23] and is as summarized in Table   A .2. A total of 7 control factors with two levels each can be assigned to the L8 ( 2 7 ) OA. The L8 linear graph as shown in and 6 respectively. Column 7 is not connected to any control factor and therefore considered as an independent point or it can be used to estimate three-way interactions. In our studies, interactions between Vin and R, R and α; and between α and Vin appear in column 3, 5 and 6 respectively as shown in Table A. 3. 
Inlet Boundary Condition
A pulsatile boundary condition was prescribed as the inlet velocity. Its profile was derived from [17] inlet Plug Flow Velocity (PFVin) was made where necessary to achieve the desired PSVin and CFD simulation was repeated accordingly.
. . 
Periodicity Convergence Test
The simulation was assumed to have achieved its periodicity when the changes in PSVmax at various time-steps are less than 1% from the previous cardiac cycle. 
